A comparative assessment of an automated blood microprocessor for fetal blood pH measurements in the labour ward.
A new fully automated, self-calibrating, blood pH analyser was compared with a standard reference instrument for the measurement of pH of fetal scalp and umbilical cord blood samples. The new instrument is reliable and simple to operate, the volume of blood needed for analysis is small and it does not require the availability of trained laboratory technicians for its use.